Chest wall circumference measurements are common evaluation methods in clinical settings by therapists in order to obtain chest wall mobility. Previous published results have been conflicting, and there is a lot of variability in the method of testing, which needs testing in different conditions. Seventy subjects (25 healthy nonsmokers, 25 healthy smokers, and 20 COPD) aged between 18 and 70 years participated in the study. Upper and lower chest expansion (CE) measurements (2 levels) are performed with cloth inch tape. Intrarater (between day) and interrater (within-day) reliability of CE measurements was evaluated by two examiners. Lung function parameters, forced expiratory volume in first second (FEV1), forced vital capacity (FVC), FEV1/FVC, and vital capacity (VC) were measured using a computerized spirometer (Spiro lab 3). e intrarater reliability for upper and lower CE showed very good agreement with intraclass correlation (ICC) values between 0.90 and 0.93 for upper CE and 0.85 to 0.86 for lower CE. e interrater reliability for upper CE showed good to very good agreement with ICC values ranging between 0.78 and 0.83, and lower CE showed very good agreement with ICC values ranging between 0.82 and 0.84. Upper and lower CE showed a significant and positive correlation with all lung function parameters, with strong correlation with FEV1/FVC (r � 0.68). Upper and lower CE measurements with inch tape showed good intra-and interrater reliability and reproducibility in healthy nonsmokers, healthy smokers, and COPD subjects. Compared to upper, lower CE correlated well with the lung function parameters. Upper and lower CE may be more useful in clinical practice to evaluate chest mobility and to give indirect information on lung function but interpretation with caution is required when considering implementation into clinical setting.
Introduction
Noninvasive methods of monitoring respiratory function have gained increasing interest recently, particularly measures of chest wall movement [1] . e chest wall distortion measurement allows objective assessment of the synchronous and asynchronous behavior of the rib cage during breathing. Subjects with respiratory dysfunction may exhibit alterations in chest wall mobility resulting in chest wall stiffness and abnormal chest biomechanics [2] . In diseases such as asthma and chronic obstructive pulmonary disease (COPD), rib cage mobility may be decreased as a result of hyperinflation, airway obstruction, and mechanical disadvantage of the respiratory muscles [3] . Smoking is associated with major health risks affecting both respiratory and cardiovascular systems [4] . Inhaling cigarette smoke causes alterations in airflow resistance and irritation in the airways resulting in alterations in respiratory function [5] . Respiratory function evaluation tests like chest expansion (CE) may indicate deterioration in respiratory function prior to the commencement of clinical symptoms.
Evaluation of chest wall mobility is considered the most important tool for assessing abnormal respiratory patterns at rest and during exercise. Noninvasive methods are required to determine respiratory patterns, as invasive methods affect respiratory movement patterns [6] . Respiratory plethysmography via induction, magnetometry, and optoelectronic plethysmography are noninvasive methods that have been considered in the literature and found to meet acceptable standards but are expensive and require trained technicians [6] [7] [8] [9] . Studies have used these methods to evaluate pre-and postintervention changes without previously testing the reliability of interventions [10, 11] . erefore, inexpensive, simple, accurate, and reproducible evaluation methods and tools are required to assess chest wall mobility.
Measurement of CE was first described by Moll et al. in 1972 [12] . CE measurement has been used in different disease conditions to assess the effects of different treatment techniques, including respiratory muscle endurance training and respiratory muscle stretching [13, 14] . CE is commonly measured as the difference between the thoracic girth measurement after maximal inspiration and at the end of maximal expiration [1] . Different anatomical reference markers and different arm positions have been used for measures of CE, and this may have contributed to differences in analysis and interpretation [15] [16] [17] . Anatomical reference markers for upper CE include the fourth intercostal space, axillary line, and 5th thoracic vertebrae, and lower CE include xiphoid process and 10th thoracic vertebrae [1, [18] [19] [20] .
CE seems to be diverse and variable within healthy and diseased subjects, ranging from 4-7 cm in healthy subjects [16, 21] . e normal range of CE decreases with age (50 to 60% between 15 y and 75 y) and 20% more in men compared to women [12] . Although published studies have regularly used the CE measurement, investigation of its properties and standardization of the procedure is lacking and performed results have been conflicting [16, 17] . Pile et al. showed poor coefficient of reliability of CE as 0.15 in 10 ankylosing spondylitis (AS) subjects [17] . Malaguti et al. showed fair to good reliability (ICC 0.69 to 0.89) by two examiners making the measurements on the same day in subjects with COPD [22] . Sharma et al. showed very good intraclass correlation coefficients (ICC) (intratester reliability as 0.85 to 0.97, and intertester reliability as 0.93 to 0.97) in 22 AS and 25 healthy subjects [16] .
ese performed study results have been conflicting, and there are limited studies that consider the upper and lower CE reliability in diverse population with standardized procedure.
erefore, the objective of this study is to evaluate intrarater and interrater reliability of CE measurements taken at two different levels of chest positions (upper and lower).
Previous studies were conducted to see the relationship between CE and pulmonary function [19, 23] . Different authors reported a considerable decrease in chest wall mobility with aging and chronic chest diseases [1, 19, 24] . Upper and lower CE may be more useful in clinical practice to evaluate chest mobility and to give indirect information on lung function. Although associations between chest wall mobility, lung function, have been reported in patients with ankylosing spondylitis and fibromyalgia, there is a paucity of studies on chest wall mobility in healthy smokers and COPD subjects [19, 25] .
erefore, this study investigates the correlation between CE measurements and lung function measures i.e., forced expiratory volume in first second (FEV1), forced vital capacity (FVC), and FEV1/FVC and vital capacity (VC) obtained from spirometry in healthy nonsmokers, healthy smokers, and patients with COPD.
Materials and Methods

Subjects.
Healthy nonsmokers and healthy smokers were recruited for this cross-sectional study from King Khalid University, Saudi Arabia. COPD patients with mild, moderate, and severe symptoms were recruited from government hospitals of the local town (study duration: January to August 2017). Healthy nonsmokers are subjects that have never attempted smoking cigarettes. Healthy smokers are regular smokers that smoke at least 15 cigarettes per day. Other inclusion criteria include absence of musculoskeletal disorders, respiratory and neuromuscular disease, and no other factors present that might alter respiratory biomechanics. Inclusion criteria for COPD patients include stable with no recent changes in medication, not requiring supplemental oxygen, not taking oral corticosteroids, and no exacerbations present for the preceding 5 weeks. Patients were excluded if any comorbidities were present, such as heart disease, bronchial asthma, bronchiectasis, pulmonary fibrosis, ankylosing spondylitis, and any chest wall deformities.
e university ethics committee approved this study (REC # 2016-08-06), and all subjects who met the inclusion criteria read the instructions and signed a written informed consent prior to commencement of the study.
Chest Expansion Measurement.
A measuring tape was used to measure CE in centimeters (cm) at two levels of the rib cage. For upper CE (Figure 1(a) ), the anatomical landmarks used were the spinous process of fifth thoracic vertebrae, the middle of the clavicular line, and the third intercostal space [26] . For lower CE (Figure 1(b) ), the anatomical landmarks used were the spinous process of 10th thoracic vertebrae and the xiphoid process [26] . Each therapist was alone with the patient and was blinded to the other measures of the therapist. e order of testing CE by the two examiners were randomized using flipping a coin.
e side of the coin (i.e., heads: examiner A, tails: examiner B) determines the assignment to each subject. e examiner testing the subject initially evaluated CE measurements first on day one and two.
Instructions to Subjects.
e instructions given by the therapist to subjects during breathing was standardized. Prior to the thoracic measurements, subjects were asked to "inhale slowly and rhythmically through the nose against the inch tape to open up the lungs as much as you can," and then the subjects were asked to "exhale through the mouth completely." CE measurement was taken at the end of the inspiration and expiration cycles, while the subject was in a standing position with their arms at the side of their body.
e examiner placed the "0" point of the measuring tape (starting tip) on the spinous process of the vertebrae. e tape was secured by the index finger of the examiner between the subject's body and the tape without generating extra pressure ( Figure 1 ). To calculate the CE value, the inspiratory diameter was subtracted from the expiratory diameter. Intrarater (same day) and interrater (between day) reliabilities were evaluated by repeated measurement by both examiners on one or two separate days. On each occasion, three trials of CE measurement procedure were recoded, and the average was measurement was used for analysis.
Lung Function Measurement.
A computerized spirometer (Spiro lab 3; Medical International Research MIR, Italy) with a standard mouthpiece was used to measure the lung function following the guidelines of the American oracic Society (ATS). is computerized spirometer conducts the breathing tests and calculates an index of test quality and control. FVC, FEV1, FEV1/FVC, VC, and IC measurements are made with subjects in a sitting position. e computer then gives a functional interpretation with 11 possible levels following the ATS and European Respiratory Society (ERS) classification [27] .
Prior to commencement of the testing, all subjects were familiarized with the test procedures and were allowed to do multiple trials prior to the testing. While performing spirometry, a mouthpiece made of cardboard without teeth grip was used, and the subject held the mouthpiece tightly with the nose closed with the nose clip. All subjects completed a minimum of three trials with the best (highest) test result kept for analysis. A minimum 3-minute rest was given between each trial. All the subjects were given the same instructions while performing the tests to avoid bias.
Statistical Analysis.
Statistical analyses were performed using SPSS 20.0 (IBM-SPSS Inc., Armonk, NY). e data were expressed as mean ± SD. One-way ANOVA was performed to see baseline characteristics and CE differences among three groups. Turkey Post hoc analysis was performed to know the respective difference of each group compared to the others. Intrarater and interrater reliability were assessed using intraclass correlation (ICC) agreement values (two-way mixed effects model, consistency definition) with 95% confidence interval (CI). For evaluating agreement between rater scores, Bland-Altman's limits of agreements (LOA) was used [28] . Furthermore, measurement errors were estimated by calculating the standard error of measurement (SEM) using the following formula: SEM consistency � SD difference/√2 (SD difference � standard deviation of the mean differences between examiners A and B).
e smallest detectable change (SDC) was calculated using the following formula: 1.96 × √2 × SEM [29, 30] . We interpreted ICC agreement values as follows: >0.80 was very good, 0.61-0.80 was good, 0.41-0.60 was moderate, 0.21-0.40 was fair, and <0.21 was poor [31] . Adequate sample size is required to achieve an admissible 95% CI for ICC values, and a sample size of 50 participants is recommended to assess reliability [22, 32] . Pearson coefficients were calculated to assess correlations between chest expansions (upper and lower) and lung function parameters assessed on first day. e significance level was set at p < 0.05 for all the tests.
Results
Seventy subjects (25 healthy nonsmokers, 25 healthy smokers, and 20 COPD) aged between 18 and 70 years participated in the study. Anthropometric characteristics and lung function data for the study population are summarized in Table 1. ere was a significant difference in baseline demographic and lung parameter characteristics between groups (p ≤ 0.001). Post hoc analysis between groups showed statistically respective difference (P < 0.05) of each group compared to the others except for age, BMI, FVC, FEV1/FVC, and VC (p > 0.05) between healthy nonsmokers and healthy smokers groups. e mean upper CE in healthy nonsmokers ranged from 5.6 to 6.4 cm, in healthy smokers it ranged from 5.4 to 5.9 cm, and COPD subjects ranged from 3.7 to 4.4 cm ( Table 2 ). e mean lower CE in healthy nonsmokers ranged from 7.0 to 7.5 cm, healthy smokers ranged from 7.5 to 8.0 cm, and COPD subjects ranged from 4.8 to 5.2 cm. ere was a significant difference (p ≤ 0.001) in upper and lower CE measurements between the three groups ( Table 2) .
Intrarater Reliability.
e intrarater reliability for upper and lower CE showed very good agreement, with ICC values of 0.90 and 0.93 for upper CE, and of 0.85 and 0.86 for lower CE (Table 3 ). e Bland-Altman plots with mean and LOA for both examiners are shown in Figure 2 Figure 3 ). Both CEs showed good to very good agreement with ICC ≥0.78. SDCs were between 2.24 and 4.40 cm (Table 3) . Overall, the mean differences between the examiners ranged between −0.18 cm (SD � 1.27) and −0.59 cm (SD � 1.03) ( Table 3 ). e overall SDCs for upper CE were between 2.24 and 3.60 and lower CE were 3.90 to 4.40. 
Chest Expansion Correlations with Lung Function
Discussion
To our knowledge, this study is first to demonstrate the reliability of chest wall measurements in healthy nonsmokers, healthy smokers, and COPD tested together and to confirm that chest wall measurement correlates with lung function. ICC showed that intra-and interrater reliability of upper and lower CE measurements was good to very good and that both upper and lower CE measurements are significantly, positively correlated with lung function parameters.
Reliability studies are necessary to determine the variability of an assessment method. Knowing the variability of an assessment method is crucial to prevent interpretation errors when using an assessment to compare measures preand posttreatment (or other interventions). Previous studies have assessed the reliability of frequently performed tests and assessments in clinical practice and rehabilitation setups, such as walking tests, spirometry, quality of life, and others [33] . oracic chest measurement is another commonly measured pre-and postintervention metric in subjects with cardiorespiratory problems [10] . However, the reliability of chest wall measurements tested in various populations within a single study was not previously available.
In this study, a wide range of upper and lower CE values was observed among subjects, indicating that there is variability in the measure. e same variability has been noted in previously published studies [12, 15] . Mean CE measurement values were greater in healthy nonsmokers and healthy smokers when compared with previous studies published. is could be due to the younger age of participants in this study [12] . Debouche and colleagues, who also included young healthy subjects in their study, showed similar upper and lower CE measurement ranges (upper CE: 5.4-5.7 cm; lower CE: 6.4-6.8 cm) as ours (upper CE: 5.4-5.9 cm; lower CE: 7.0-8 cm) [26] . In agreement with other previously published studies, this study shows that lower CE measurements are larger than upper CE values in healthy nonsmokers, healthy smokers, and COPD subjects. In contrast, a study by Malaguti and colleagues found that upper CE was larger than lower CE in subjects with COPD [22] . Upper and lower CE measurements in this study showed good intra-and interrater reliability. Previously published research on upper and lower levels of CE measurements have found good to very good intra-and interreliability, ranging from 0.69 to 0 0.93 and 0.64 to 0.95, respectively, with results statistically significant [15, 16, 18] . Our study results show similar ICCs to these previous studies. Although the ICCs are similar, the results cannot be compared, as the study methodological considerations are different from this study in terms of study population, subject position, and anatomical markers for CE measurement.
is study included subjects that were healthy nonsmokers, healthy smokers, and COPD; all were measured by two therapists to assess the coefficient of variability for CE, and good reproducibility was seen for both upper and lower CE measurements. e mean differences between therapists were 0.33 and 0.80 cm for upper CE, and 0.01 and 0.05 cm for lower CE. 0.18 cm and 0.59 cm between days.
e mean between day differences of first and second assessment of upper and lower CE of examiner A was 0.59 cm and 0.38 cm and of examiner B was 0.18 cm and 0.52 cm. ese small differences are within acceptable limits and are not statistically or clinically significant.
Monitoring the effects of treatment is of well-recognized importance and is the foundation of modern evidence-based health care. SDC and minimal clinically important difference (MCID) can be used as benchmarks for the interpretability of a CE to determine whether the observed change is beneficial to the patients. To determine whether a change score on an individual patient level is clinically important and not just measurement error, the SDC score must not exceed the MCID change score [4] . In this study, SDCs for upper CE were between 2.24 and 3.60, and for lower CE, they were 3.90 to 4.40. Further studies considering CE measurement as an outcome measure, the MCID change scores should be above 3.60 for upper CE and 4.40 for lower CE. ough CE is a useful measure, its usefulness for repeated measures in individual patients may not be justified by the results of this study. e SDC ranges for upper and lower CE in this study are high. However, the volume of changes required in CE should be large enough to see a real change. erefore, interpretation with caution is required when considering implementation into the clinical practice.
e results of this study shows upper and lower CE measurements significantly correlate with lung function parameters (FVC, FEV1, FEV1/FVC, and VC). e strongest correlation was between CE and FEV1/FVC (r � 0.68 and 0.78 for lower and upper CE, respectively). ese findings may be favored due to greater compliance of chest wall in standing position preferred in this study. A positive correlation between CE and VC has previously been found in healthy [20] and ankylosing spondylosis subjects [19] . [22] . In spite of the pathology involved in subjects with COPD (hyperinflation and low diaphragm), this study showed correlations between CE and lung function parameters. ese results may have been different if only the COPD subjects alone are compared for correlation between CE and lung function parameters. In this study, upper CE showed a stronger correlation with all lung function parameters compared to lower CE. In contrast, Debouche et al. found that lower CE had a stronger correlation with lung function parameters [26] . ese differences may be due to the fact that only healthy subjects were included in the study of Debouche et al., whereas this study included both healthy and pathology subjects. A significant positive correlation between CE and maximal inspiratory pressure has been observed in subjects who were healthy or had osteoporosis or fibromyalgia [34, 35] . ese similar findings and relationships are observed in this study.
is study demonstrates intra-and interrater reliability in three types of subjects. e sample size of COPD subjects included in this study was smaller than that of the other two populations. Results might be different if the COPD sample is increased. is study also shows chest wall mobility is closely associated with FVC and FEV1/FVC, and this finding is in accordance with previous study in subjects with ankylosing spondylitis [19, 36] . erefore, maintaining chest wall mobility may be an important element for preserving FVC and FEV1/FVC in elderly male patients with COPD.
is study used a standing position for measuring a subject's upper and lower CE, as it is a similar position as those chosen in several previous studies although different positions have also been used [1, 15, 21, 37] . e standing position was favored as the manipulation of the measuring tape was easier in this position. is position also improves thoracic over abdominal breathing, and this difference is important when the subjects take air into the lungs and then expel it with larger volumes [24] . Some authors have measured CE with hands on the head to prevent shoulder adduction, which facilitates CE, and authors of that study argue that manipulation of the tape and reading is easy in this position [12] .
is study measured CE with subjects keeping the hands alongside the body, and subjects accepted this position as the most comfortable [16] . is position does not influence measurement and reproducibility [16] . Further, subjects with shoulder stiffness or dysfunction might have difficulty placing the hands on the head.
Limitations of the Study.
In this study, all the subjects participated were male; the external validity may be compromised, considering the respiratory patterns among sex. In the present study, the ICC for intrarater and intertester reliability appears higher. is is, in part, possibly due to the method of calculation. e average from six trials of CE score on two occasions for each tester was used to calculate the reliability. According to Portney and Watkins, the ICC based on mean rating always shows higher reliability than one based on single ratings [38] . We demonstrated the intraand interrater reliability using large group of healthy nonsmokers, healthy smokers and small group COPD subjects. However, the results of our study should be confirmed in patients when thoracic compliance is impaired by processes affecting the respiratory pump, such as neuromuscular or chest wall diseases. Moreover, to be complete, responsiveness should be evaluated on a large sample of patients for various interventions and a minimal clinically important difference for these tools should be determined.
e examiners participated in the study had good expertise in the field of physical therapy and in evaluating CE measurement, so the intra-and interrater reliability was found good. "If" the data were to be collected with novice physical therapists, then the reliability values may change.
Conclusion
Upper and lower CE measurements taken with a measuring tape have good intra-and interrater reliability and reproducibility in healthy nonsmokers, healthy smokers, and COPD subjects. e reliability found in the present study can be credited to anatomical landmarks selected with standardized procedure.
ough reliability is good, the usefulness of CE and its usefulness for interpreting disease progression and efficacy of intervention needs caution. Upper and lower CE measures correlated with lung function parameters measured by spirometer (FVC, FEV1, FEV1/ FVC, and VC). Upper and lower CE may be more useful in clinical practice to evaluate chest mobility and to give indirect information on lung function, but interpretation with caution is required when considering implementation into clinical setting.
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